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Quantum mechanics establishes the ultimate limit to the scaling of the precision on any parameter, by iden¬ 
tifying optimal probe states and measurements. While this paradigm is, at least in principle, adequate for the 
metrology of quantum channels involving the estimation of phase and loss parameters, we show that estimat¬ 
ing the loss parameters associated with a quantum channel and a realistic quantum detector are fundamentally 
different. While Fock states are provably optimal for the former, we identify a crossover in the nature of the 
optimal probe state for estimating detector imperfections as a function of the loss parameter. We provide explicit 
results for on-off and homodyne detectors, the most widely used detectors in quantum photonics technologies. 


I. INTRODUCTION 

Achieving measurements that approach the ultimate lim¬ 
its to precision is a fundamental, and stimulating, challenge 
for experimental sciences, and efforts might be rewarded with 
glimpses of novel effects or solid confirmation of existing 
paradigms at unprecedented scales. Quantum mechanics dic¬ 
tates the essential limits to measurement, and it is often the 
case that ultimate precision is achieved by preparing a mea¬ 
surement probe in a state exhibiting genuine quantum fea¬ 
tures, such as entanglement [1-5] , and squeezing [6, 7]. Op¬ 
tical metrology has shown particular promise in this regard; 
obtaining a quantum advantage in the precision of phase es¬ 
timation is within reach with some improvements in present 
technology [8-10]. Concepts from quantum parameter esti¬ 
mation readily apply to quantum processes. A familiar ex¬ 
ample is given by the estimation of a lossy bosonic channel, 
which could describe, for example, an optical transmission 
line [12-14]. The relevant parameter, the transmissivity of the 
channel, can be estimated with quantum limited uncertainty 
by using Gaussian probe states, such as coherent states, and 
photon counting [12, 15]. 

A key aspect of quantum estimation is the characterization 
of a measurement apparatus itself. Increasingly efficient par¬ 
ticle detectors are being leveraged in a wide range of fields, 
from observational astronomy to quantum information sci¬ 
ence, and the task of precisely determining the efficiency of 
these detectors is necessary for their optimal use [17, 18]. In¬ 
efficient detectors can be modelled as a channel loss followed 
by a perfect detector; such a description is commonplace in 
the analysis of quantum optical experiments [16], and applies 
to detectors of electromagnetic radiation in general. 

When estimating the inefficiency of a detector, the POVM 
is fixed to that implemented by the ideal detector. This is fun¬ 
damentally different from the estimation of any other parame¬ 
ter, where one is free to choose the measurement. This restric¬ 
tion in the choice of the measurement may in general prevent 
the attainment of the quantum Cramer-Rao bound [19, 20]. 
This makes the estimation of the efficiency of a detector 
conceptually different from other quantum-limited estimation 
problems. 

In this paper, we analyse the use of Fock states as resource 


for the estimation of detector efficiency applied to the two 
most common optical detection apparatus: on-off counting 
and homodyne detection. While both play a vital role in quan¬ 
tum optics experiments, the former has also appeal in astro¬ 
nomical observations. Our main hnding is the existence of re¬ 
gions in which Fock states provide superior performances to 
coherent states normally used for calibration. Crucially, this 
is in the region of very high efficiencies where the forefront of 
detector development lies. We also stress the advantages that 
Fock states are able to provide with respect to the case of a 
lossy channel estimation. Our analysis of the performance of 
quantum light in estimating detector efficiencies with a higher 
precision concerns those researchers looking for applications 
of these detectors in their studies. These include, for instance, 
the use of single-photon correlation measurement of celestial 
bodies in astrometry, and the employ of single-photon detec¬ 
tion for precise imaging in biology. 


II. ON-OFF DETECTORS 

An extensively adopted detection scheme uses on/off 
(Geiger-mode) detectors, which are able to tell the presence of 
photons in the measured field, but can not determine the num¬ 
ber of photons. Limitations to the detection efficiency arise 
from the physical process of light absorption and conversion 
of the energy into an electrical signal, as well as any loss on 
the detection setup. Here we address the task of estimating 
detection efficiency, and show an advantage of quantum op¬ 
tical probe states over classical probes with the same energy. 
As we show, this advantage is rapidly lost in the presence of 
dark counts. 

We perform our analysis in terms of the Fisher informa¬ 
tion [19, 20] F{'q)=^^{dr^p{x]r]))^ /p{x-,vi) for the effi¬ 
ciency rj, in which the sum is over each possible detector 
outcome x occuring with probability p(x] rj). The Fisher in¬ 
formation bounds the uncertainty, quantihed by the variance 
attained after M repetitions of the experiment through 
the Cramer-Rao bound A^p > l/{MF{rf)) [20]. Since 
the detection scheme is fixed by definition in our problem, 
there is no possibility of invoking the quantum Cramer-Rao 
bound, i.e. the Cramer-Rao optimised over all possible mea- 
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FIG. 1: Comparison of the Fisher information for the case of the 
on/off detector with either Fock-state probes (n=l, solid blue line; 
n=3 dashed gold line) or coherent states (|ap = l, dotted green line; 
|ap=l dot-dashed red line). The comparison is carried for the same 
energy so to illustrate the statistical reduction. 


surements. Prior works have used Bayesians estimators for 
example to saturate this bound in actual experiments, using a 
modest number of samples [21]. 

We begin with the noiseless case in which there are no dark 
count events. For an n- photon Fock state, the probabilities 
of a click (on) or a no-click (off) event give the following ex¬ 
pression for the Fisher information 
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It is instructive to analyse the limiting cases of low and high 
efficiencies. In the former case, the leading term scales as 
F)i(ry)~n/ry. The achievable precision thus increases with n; 
however the scaling is such that the same advantage is ob¬ 
tained by running the experiment n times with single photons. 
This is illustrated in Fig. 1 in which we plot the Fisher infor¬ 
mation for n=l and n=3 at fixed probe energy, i.e., we com¬ 
pare F^{r]) and 3Fi(?y). In the low efficiency region, the two 
curves match. Outside of this region, a wiser use of the en¬ 
ergy is preparing n times as many single photons, rather than 
concentrating it on a single n photon state; in the appendix, 
we demonstrate the optimality of this strategy. 

In the opposite limit of a highly efficient detector, 7y~l, the 
leading term is Fn{rj) ~ n^(l — The quadratic in¬ 

crease is compensated by the exponential term, except in the 
cases n=l, and n=2. For single photons, a divergence is ob¬ 
tained for 7y~l, which makes them more suitable probe states. 
We notice that this is in contrast with known results for loss 
estimation, for which a scaling A^ry~n“^ can be achieved 
with n-photon states [13]. The fact that the detector fixes the 
measurement prevents one from choosing the POVM for the 
estimation of the loss parameter as the optimal given by the 
symmetric logarithmic derivative. 

The advantages of quantum light can be assessed by in¬ 
specting the performance of coherent states; a suitable com¬ 


parison can be made by considering probe states with the same 
average energy.The Fisher information for a coherent state |a) 
is 


Fia){v) 
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The comparison is carried out in Fig. 1 for both three uses of a 
coherent state with |Q!p=l and a single use of |ap=3. In the 
low efficiency limit, the scaling with the energy is the same 
as with Fock states F’(„)(7y)^|ap/ry, making the performance 
of a coherent state closely match the one of a single photon. 
Elsewhere, particularly in the high efficiency regime, coherent 
states are always outperformed by single photons. Although 
to a lesser extent than with Fock states, the advantage of multi¬ 
ple, less energetic probes appears with coherent states as well. 

Most practical detectors are affected by dark counts, and 
we take that into account in the following. A dark count cor¬ 
responds to an event in which the detector response indicates 
the presence of photons, despite an input state of vacuum. The 
probability of a dark count can typically be measured with 
very low uncertainty, so we assume this error to be negligi¬ 
ble and proceed with a single-parameter estimation of p. This 
process is modelled as a thermal state reducing the probability 
of no counts in presence of vacuum by [22], which modifies 
the expression for the Fisher information as 
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Optimality of different states at low efficiency 77^0 can be 
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FIG. 2: Comparison of the Fisher information for a noisy on/off de¬ 
tector with 5=0.05: n—1 Fock state (solid blue line), n=5 Fock 
state (dashed gold line), and a coherent state with |a|^=5 (dotted 
green line). As in Fig. 1, the analysis considers fixed energy. 
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assessed by considering a truncated expansion; 


Fu{v,S) 


n 




(4) 


Interesting features become evident in this limit. Fock states 
with n photons, and n repetitions of single photons are not 
equivalent; the n-photon state suppresses the additional cost 
term 1 by a factor n, hence large Fock state perform fun¬ 
damentally better. However, coherent states present a very 
similar behaviour, with a slight difference coming from the 
fact that 77 is modified by a factor e~^, which, in many rele¬ 
vant cases can be close to unity. A numerical comparison of 
these approximate expressions is shown in Fig. 2, for the case 
(5=0.05; the advantage of the \n=5) state over five replicas of 
a single photon is evident, while the relative advantage with 
respect a coherent state is much less pronounced. 

The methods employed above can also be applied to the 
case of iT-outcome detectors, which can resolve 0,1, ..K — 1 
photons, but can not distinguish K from K+1 photons. This 
is a limitation typically encountered in photon-number re¬ 
solving detectors, such as transition-edge sensors. We also 
consider the simple case in which the efficiency is indepen¬ 
dent on the incoming photon number, i.e. the probability 
of an outcome k < K given the input \n) is simply pk — 
(^) 77^(1 — where n > K. From the expression of the 

Fisher information reported in the appendix, we found that 
the Fock state with n = K delivers the largest information for 
all values of 77 ; Fk-k{v) = rjfi-li) ■ behaviour is then 
analogous to that of the on/off detector. A more refined treat¬ 
ment requires to consider a general expression in which the 
probabilities pk are generated by a stochastic matrix taking 
into account the fact that the efficiency might depend on the 
particular outcome. 


states it has not been possible to obtain closed forms for the 
integrals on x leading to the Fisher information; therefore, we 
have performed these integrals numerically for a set of cho¬ 
sen values of 77 , and then interpolated. The comparison is 
reported in Fig. 3, where we show the behaviour at a fixed 
energy with 4 photons distributed in either n=l, n=2 or 77=4 
Fock states, in addition with a coherent state with |ap=4. We 
then compare two different strategies. When using coherent 
states, we aim at distinguishing a displacement of the Gaus¬ 
sian quadrature distribution, with respect to the vacuum; on 
the other hand, we rely on non-Gaussian features of the distri¬ 
butions when using Fock states [24]. 
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FIG. 3; Comparison of the Fisher information for the homodyne de¬ 
tector; n=l Fock state (solid blue line), n=2 Fock state (dashed gold 
line), n=4 Fock state (dotted green line), and a coherent state with 
|ap=4 (dot-dashed red line). 


III. HOMODYNE DETECTORS. 

We now address the case of the homodyne detector, an 
example of Gaussian measurement. Here we consider the 
Fisher information associated with the probability of detect¬ 
ing a quadrature amplitude q. As above, we compare the use 
of Fock states and coherent states. In the latter case, we as¬ 
sume, for simplicity, that the coherent state is in phase with the 
local oscillator of the homodyne detector. When accounting 
for the detection efficiencies the distributions become; 


Puiq;v) = - 
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For high efficiencies 77 ~ 1, Fock states perform better than 
coherent states. Intuitively, in this limit, the rapidly-varying 
features originating from the Fock states enable a measure¬ 
ment that is more sensitive to inefficiency than the smooth 
Gaussian distribution resulting from coherent states. In the 
limit of very high efficiency, the more baroque the quadra¬ 
ture distribution, the more precise the measurement. Such 
features, though, are rapidly smoothed out as the efficiency 
decreases. For values of efficiencies ranging from 77 ~ 0.6 to 
0.95, the single photon state might still offer some advantage 
over a coherent state, while higher photon numbers are less 
1 ! appealing as resources. 


P{a){q;v) = - 1= - 

aA 

(5) 

where hm{q) is the 777 -th Hermite polynomial, and we set the 
standard quantum noise to 1 / 2 . 

For the coherent state we obtain an expression for the Fisher 
information; F(a){rj)=a^/r] [15, 23]. For the case of Fock 


In the opposite limit of low efficiencies, higher-number 
states become more favourable than a single-photon state, due 
to the presence of more non-Gaussian features in the distri¬ 
butions; however, the best option appears to be the estimation 
of the displacement due to the coherent state. Our analysis 
also applies in the presence of electronic noise, which can be 
encompassed in an effective efficiency [25]. 
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IV. PRACTICAL CONSIDERATIONS. 

Single photons are often produced by spontaneous paramet¬ 
ric down conversion [26]. The photon pair production mech¬ 
anism is employed in such a way that one particle acts as a 
herald for a second photon emitted on a correlated mode. Al¬ 
though the generation occurs in pairs to satisfy energy conser¬ 
vation, imperfect mode matching makes it possible to herald 
photons with a limited efficiency which then represents the 
average photon number on the mode. Such limited herald¬ 
ing efficiency can be responsible for a loss of advantage in 
the calibration of detector efficiency; while the use of such a 
scheme has been known to be useful for for absolute calibra¬ 
tion [27-29], here we analyse its performance in terms of use 
of resources. 


Fi,f=0.80 - Fi,f=0.36 . 



FIG. 4: Comparison of the performance of a single photon in mea¬ 
suring the efficiency of the on-off detector in presence of a limited 
heralding efficiency ^=0.80 (solid blue line), ^=l/e ~ 0.36 
(dashed gold line). The performance of a coherent state |Q:p = l is 
also reported (dotted green line). 

Our main findings are illustrated in Fig. 4 for the case of 
an on-off detector. One can tolerate limited heralding effi¬ 
ciency while still preserving an advantage with respect to the 
use of coherent states with an average photon number of one 
- the comparison is thus not carried out at fixed energy, to 
understand whether it is profitable to generate quantum re¬ 
sources. Remarkably, for high efficiencies the fact that the 
photon statistics is not Poissonian allows to tolerate herald¬ 
ing efficiencies as low as 0.36 to retain an advantage over co¬ 
herent states; values of approximately 0.8 have recently been 
reported [30, 31]. The qualitative behaviour for the case of 
homodyne detection has been found to be similar, albeit the 
requirements on the heralding efficiencies are more demand¬ 
ing: the minimal value for appreciating an advantage over a 
coherent state with |Qf| = l has been found to be ^ ~ 0.765. 

As to the practical implementation, we observe that, for an 
accurate estimation, the value of ^ needs to be calibrated be¬ 
forehand, while the efficiency of the detector does not enter 
the calculations, since it only sets the generation rate. Also, 
the presence of high-order terms in the emission might af¬ 
fect the precision, however, one can limit their presence by 


a continuous-wave pump [32]. 

V. CONCLUSIONS. 

We have presented a detailed analysis of the estimation of 
the efficiency of photonic detectors using Fock states, and the 
benchmarking of their performance against coherent states of 
the same average photon number. We have found that sin¬ 
gle photons are close to the optimal performance for both an 
on-off detector and a homodyne detector for high efficiencies; 
in the regime of low efficiencies, however, their advantage is 
modest, if not inferior to that of coherent states. The choice of 
such probe states is dictated by the feasibility of their sources. 
Future directions will also include a full characterisation of 
photon-resolving detectors, which require a multi-parameter 
approach, as the whole matrix linking the input photon num¬ 
ber and the output click number must be taken into account. 
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Appendix 

Proof that |1) is optimal for on-off detectors. Eor any 
Eock state \n), we found that the Eisher information is bound 
as Fffif) < nFi{r]), which descends from Eq.(l). We 
then consider the use of M photons overall for estimat¬ 
ing the efficiency rj, either split into M single photons, or 
in the state \4’)=J2j>o^j\j) average photon number 
n=J2j>o M/n repetitions. Noticing that the 

POVM of the detector is insensitive to the coherences in the 
Eock basis, we have: F^{r]) < J2j>o ^ nFi{r]), 

due to the convexity of the Eisher information. If we now also 
consider the different number of copies available, one can in¬ 
fer the optimality of single photons. 

General expression of the Fisher information for a K- 
outcome detector. Here we assume that the detector can dis¬ 
tinguish up to AT — 2 photons, with an additional outcome that 
flags events with a higher photon number without resolving 
them. When considering a Eock state \n), with n > K one 
finds: 

Fn-M = xf?) (1 - - nnf + 
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withpK = l-Efro"(:j)(l-r;)"-V. 
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